Successful reimplantation of a passive-fixation ventricle lead perforating the chest wall.
Delayed perforation of a passive fixed pacemaker lead is a rare complication after pacemaker implantation and is associated with increased morbidity and mortality. We report the case of an 82-year-old patient who presented with a delayed perforation of the right heart wall, the pericardium, and the chest wall by a passive-fixation ventricular lead 14 months after pacemaker implantation. The lead was uneventfully extracted transvenously and repositioned in the right ventricle with good pacing and sensing.